Early heart disease detection could be vital and some other diagnostic ways are being developed. In this paper, a lowcost tool for a diagnostic that analyzes the digitized heartbeat sound is given. This can be used to detect heart anomalies. The instrument shows the heart sound and also keeps a patient's long-term record for future use. The signal from the heart provides a lot of knowledge about the heart and offers an initial diagnosis recommendation. The electronic stethoscope uses the condenser microphone, preamplifier circuit, and filter circuit. The optimum filter is Butterworth with a fourth-order Sallen key low pass filter topology with a gain of 0.707 volts, -3.01 dB, and a fourth-order high pass filter with a gain of 0.782 volts, -2.137 dB. The frequency of the heart sound is about 20 Hz -120 Hz in general. Therefore, the lower cutoff frequency of the filter is set to 20 Hz, while the higher cutoff frequency set to 120 Hz. The evaluation used to measure the performance of an electronic stethoscope is to compare with a conventional stethoscope, the recorded sound is the same.
INTRODUCTION
Cardiac disease is one of the real medical problems and one of the most important causes of death in the world [1] . Heart auscultation, well known in clinics, was an essential technique for the early diagnosis of coronary disease by capturing heart murmurs. Cardiac murmurings can reveal many obsessive cardiovascular disorders, for example, cardiomyopathy, arrhythmia, valve disease, etc. The heart sound signal contains a lot of heart information for further diagnosis. While the sound of the heart is very subjective, it depends mostly on the doctor's experience, skills and hearing capacity [2] - [3] . Other than that, human ears are restricted by the intrinsic constraint, the most sensitive frequency range of which is 1000~3000 Hz, with low-frequency sensitivity [2] - [3] . Nevertheless, the medically useful frequency range of heart sound is often distributed within the 20~600 Hz area, so some significant low frequency and lowintensity heart sounds are complicated to record [4] - [5] .
With rising lifestyles and chronic heart disease in Indonesia, there is a need to start and periodically analyze heart health status to keep away fatal situations. The implementation of early detection systems for wireless heart encourages to improve the quality of life of chronic patients by improving the quality of the initial diagnosis through a stethoscope examination [6] - [7] . Furthermore, without programming to record the patient's heart sounds, Cardiologists find it hard to record cardiovascular tones that are an uncommon event and to understand the progression of coronary disease. Nonstop heart monitoring can provide information on the development of physiological indicators over the long term. With these aspects in mind, it is important to improve stethoscope innovation, and the advantages of the electronic stethoscope are impressive.
Currently, equipment for cardiovascular auscultation mostly collects signals via sensors to the heart and after that transmits them to a computer that functions as a display unit and for further research analyses the rhythm of the heart. An electronic stethoscope overcomes the limits of a conventional stethoscope by converting the sound data into electrical signals, which can be amplified, stored, replayed, and sent to an expert. Given this, a lowcost electronic stethoscope that can be interfaced with a computer has been developed. Sounds from different locations can be captured using an electret condenser microphone in this instrument. The sound captured is filtered, amplified, and digitally processed to getting audible and distinct heart sounds.
This research presents an electronic stethoscope that uses wireless technology, implemented using Arduino Nano, Bluetooth technology, and represented for further diagnosis of heart physiology in computers. Bluetooth HC05 selected as the cheap Bluetooth module with low power consumption characteristics, small size, and a moderate date for RF families [8] . The portable power efficiency capacity, simplification of operation, and efficiency in cost make the prototype of hardware more acceptable to clients. Moreover, if manufactured on a large scale, the price of the system proposed would be much lower. The heart sound data is transmitted to the computer wirelessly to display visually, which helps the user to get intuitive data.
Many commercially electronic stethoscopes are available on the market at fifteen to twenty million prices. The Littman Electronic Stethoscope Model 3000 from 3M [9] is one of them. Up to 18 times more amplification than the best non-electronic stethoscopes. Another electronic stethoscope model CE-3D21 was commonly used. The amplification is up to 18 times larger than the standard acoustic scope, and 8-level volume controls are integrated.
The objective of this study is to examine whether the commonly used methods for developing cost-effective and flexible electronic stethoscope filtering with the improved performance of various analog filters used for the processing of electronic stethoscope signals. The features were also compared in the time, and frequency domains differentiate between normal and abnormal heart sounds. Furthermore, some clinical heart sounds, which were collected by the heart sound acquire the system from cardiovascular disease center of the hospital in Bekasi Indonesia, are analyzed to validate the instrument and system of the electronic stethoscope.
II.
HEART SOUND The first action is the electrical activation of the heart during the cardiac cycle, which then leads to the contraction of the atrial and ventricular activity, forming a mechanical activity. The mechanical activity by the opening and closing of the heart valves, causing the blood flow to start or stop suddenly. The results of this action form the vibrations of the entire structure of the heart [10] .
These vibrations can be heard on the wall of the chest, which consists of four sites: aortic, pulmonary, tricuspid, and mitral [11] . The stethoscope was placed in the mitral area, where the heart sounds of the heart better heard. Acoustic sounds of the heart are created when the muscles of the heart open blood valves from chamber to chamber. A healthy-heart sound produces two heart sounds, S1 and S2 [12] . When the mitral and tricuspid valves close after the blood returned from the body and the lungs, the sound is generated. The normal and abnormal heart sound grouping displayed in Figure 1 . S1 consists primarily of energy in the 30 Hz-45 Hz range. S2 symbolizes the end of the systole and the diastole start. The First Heart Sound (S1) is provided by the atrioventricular valve closure, and the second Heart Sound (S2) is produced by the semilunar valve closure. In the event of abnormal Heart Sound, various signals between S1 and S2 such as S3, S4, murmur, etc as shown in Table 1 .
The heart sound is generated when the aortic and pulmonary valves close as blood leaves the heart to the body and lungs with maximum energy in the 50 Hz-70 Hz range with a higher pitch. Heart sounds and murmurs are typically relatively low intensity and limited to about 100-1000 Hz. Meanwhile, the voice signal is perceptible to the human being's listening. Consequently, acoustic stethoscope auscultation is difficult [14] . III. DESIGN OF SYSTEM The designed system in this study is low power and low noise and produces accurate results with the precision determination of the stethoscope signal produced. Making a tool to visualize a heartbeat signal uses an electric signal conditioning circuit, with the output of a condenser mic that captures the heartbeat sound. Analog circuits consist of a pre-amplifier, low pass filter (LPF), and a high pass filter (HPF). The signal conditioning circuit in the heart detection device is essential because the heartbeat signal captured by the condenser microphone converted into an electrical signal with a small voltage and noise. The signal conditioning circuit consists of a pre-amplifier circuit, which functions to amplify the output voltage of the condensor mic. The LPF circuit with a 200 Hz cutoff frequency will pass signals with frequencies below 200 Hz and cut signals with frequencies above 200 Hz, and the HPF circuit with the 20 Hz cutoff frequency will pass signals with frequencies above 20 Hz and cut signals with frequencies below 20 Hz. The output signal from the signal conditioning circuit is processed by Arduino to be sent to the PC wirelessly using the Bluetooth module HC-05. The widespread and low-energy capabilities of Bluetooth improve compatibility and reduce the power consumption of this system. The design concept of an electronic stethoscope is shown in Figures 2 and 3 , by representing The Signal Conditioning Circuit, and full schematic electronic stethoscope.
The first step to creating an electronic stethoscope is to determine what type of filter is suitable for the signal conditioning circuit so that the heartbeat signals displayed have a clear shape for Lub (S1) and Dub (S2) patterns. In this case, the Butterworth, Chebyshev, and Bessel filters were tested with 1 st order to 4 th order. The results of the simulation can be seen from the signal response to the cutoff frequency based on the order and type of filter. The best filters will be used in the implementation of electronic stethoscope devices. Calculations were also performed on the signal conditioning circuit. After the circuit is made, then the next method is to test the circuit with a function generator and Oscilloscope. The final results are displayed on a computer.
IV.
RESULTS The filter section constructed with a bandwidth filter system with the frequency range of most heart sound signals. The use of a bandpass filter with the proper selection of passbands not only prevents aliasing but also removes certain noises outside the passband. The filtered signal amplified in post-amplification to the level range required by the analog [16] . An electronic stethoscope records the heart sound and the associated electronics for the data acquisition module in digital signals and sends it to the preprocessing module.
A. Filter Type
Choosing the right filter to get an accurate stethoscope signal display needs to be done. The first simulation is done on several types of active filters, among others, Butterworth filter, Bessel Filter, and Chebyshev Filter. The filter to be used should be the one that produces no ripple, is stable, and can continue the frequency for the stethoscope signal. The results of the filter type response can be seen in Figures 4 and 5 , for example, LPF and HPF on the 4 th order. It appears that the trend for Bessel and Butterworth has almost the same pattern, but it is very different from the Chebyshev response pattern, which is the ripple. Based on the simulation results of the filter, the best filter results are obtained using Butterworth 4 th order, because the frequency response to the cutoff on the 4 th order Butterworth filters is sharper than the Bessel filter and does not have the same as in the Chebyshev filter. In the Butterworth Gain reaching 0 V occurs at 1.3 kHz, the Chebyshev gain reaches 0 V happens at the frequency of 1 kHz, and at the Bessel gain reaching 0 V occurs at a rate of 2 kHz.
B. Order Filter
The performance comparison of several types of filters, namely Butterworth, Bessel and Chebyshev for 6 th order is depicted in Table 2 and Table 3 . The Gain response was very significant as seen in Gain (Volt) and Gain (dB) column. As shown in Figures 6, 7, 8, and 9 , the frequency response of Chebyshev filter has more ripple patterns compared to other types. Hence, the Chebyshev filter is not suitable since the heart signal is stationary. As for the Butterworth and Bessel filters, they can still be applied, but there is still a sharper response to Butterworth than Bessel. Based on Figures 6 and 7 for the 6 th and 8 th order, the LPF shows that there is no significant difference in filter response. Likewise, for differences in the 6 th and 8 th order's responses on HPF seen in Figures 8 and 9 are not very substantial, but there are far differences in 4 th and 6 th orders, then in this paper use the 4 th order. 
C. Experimental
Preprocessing includes slow pass resampling standardization of frequency. The frequency band of normal heart sounds, so the 4 th passband Butterworth filter of the 20 -200 Hz cut off rate is applied to the heart sound signal. The design of a low-cost electronic stethoscope can be seen in Figure 10 , with component modification in the amplifier circuit and filter circuit, especially in the component values of capacitors and resistors. In the preliminary step, we tested the functionality of the implementation filter; an amplifier circuit uses an oscilloscope and serial monitor with Arduino shown in Figures 11 and 12 , in which the sample is in the age range of 18-25 years.
Based on testing the tool can be seen in Figures 11,  and 12 shows the same pattern between the devices through the serial Arduino monitor and with the oscilloscope. It has shown the existence of S1 and S2 patterns, but to send signal data with Arduino and Bluetooth experience a delay of about 2 seconds. S3 and S4 patterns which are a murmur abnormality that has not been detected because the frequency is shallow [17] . An S3 corresponds to the fast filling of the ventricle in early diastole. It can happen in healthy kids and adults, particularly if the volume of stroke increases. However, an S3 should be considered abnormal after approximately 40 years of age; this caused by conditions that increase the size of early diastole ventricular filling (e.g., mitral regurgitation) or that increase pressure in early diastole (e.g., advanced heart failure) [18] . S4 is rarely heard in young people but is common in adults over the age of 40 or 50 due during atrial contraction to reduce ventricular compliance. It almost occurs in patients who have hypertension, heart failure, or cardiac ischemic disease [18] .
Based on the results obtained in Figures 11 and 12 , it has been shown that with the combination of Butterworth LPF and HPF filters, got significant results to show the regular signal pattern in a Figure 1 pattern when compared to using only one filter that is only Butterworth LPF [19] - [20] , the results are still far from the expected normal pattern according to Figure 1 . Figure 11 . The signal of normal S1 and S2 heart sounds displayed on a serial monitor with Arduino Figure 12 . The signal of regular S1 and S2 heart sounds displayed on the oscilloscope CONCLUSION The optimum filter for detecting heart rate signals is 4 th order Butterworth. 4 th order Butterworth filter has sharper and no ripple frequency response at cutoff. On the high pass 4 th order Butterworth high pass filter, the gain is 0.782 V, -2.137 dB on the cutoff 20 Hz, and the low pass filter gain 0.707 V, -3.01 dB at the cutoff of 200 Hz.
